A method is discussed for using the Berkeley 88-Inch Cyclotron as a mass sectrometer for all atomic masses. Low background radiation permits the detection of trace elements with a sensit\vity of 1 part in lQS to 10 17 a mass accuracy of 6m/m = 5.8 x lo-5, and an abundance accuracy of a few percent. These results are based in part on mass scans using an ion source containing rare earth ores.
Introduction
Although cyclotrons have been used extensively to produce beams for experiments in nuclear and atomic physics, only on very few occasions have they been employed as mass separators for trace element detection.
In this role, the cyclotron was used to show that 3He was stablel).
More recently, the Berkeley 88-Inch Cyclotron has been used to search for free, integrally-charged quarks in hydrogen2), and is being developed for radioisotope dating3).
The quark search2) demonstrated the feasibility of light ~on mass analysis with a sensitivity better than 1 part in 1014. We wished to investigate whether the cyclotron could be used to separate and accelerate any atomic mass and identify it unambiguously. We present here the results of several experiments with the cyclotron to demonstrate that mass analysis is possible for all atomic masses, and to illustrate the present levels of sensitivity, accuracy, and mass resolution for the Berkeley 88-Inch Cyclotron. It .was expected that, with some improvements, the cyclotron could be used to search for naturally occurring superheavy elements4,5).
In a mass analysis, a sample to be examined is placed in the ~on source discharge, where its constituent atoms are ionized and extracted as a beam into the dee for acceleration. Then, the cyclotron is tuned to accelerate those atoms with a specific charge-to-mass ratio and the amount of accelerated beam is measured. A large intensity range may be covered by measuring beam currents with either a Faraday cup or with a charged particle counter placed directly in the beam line.
-2-Background in the mass analysis was expected to be low. The requirement that the accelerating particles cross the dee gap isochronously for many turns removes from the beam ions of slightly different charge-to-mass ratio (e.g., many molecular ions from atomic ions) and ions created by collisions or charge exchange in the residual gas inside the cyclotron. When intensities permit counters to be used in the beam line to measure ion energy, high charge state atomic ions may be easily distinguished from low charge state molecular 1ons. The production of molecular ions may be supressed by the use of high arc power in the 1on source. In some cases, the high energy of the emerging beam makes it possible to identify individual ions on the basis of their range or stopping power.
The background in radioisotope dating is more difficult to . remove because the radioisotope beam always contains a component from the stable isotope at that mass value. Usually the mass resolution of the cyclotron is inadequate to separate them. The removal of this component by an absorbing medium is being developed3).
In cases such as 14c-dating where the 14N-ion is unstable, the use of a tandem accelerator with its negative ion source may prove useful6).
2.
Experimental method To achieve the greatest sensitivity 1n a mass scan, the source and operating condition of the cyclotron must be chosen to maximize the beam current. The configuration chosen depends on the mass sought in the analysis. Searching for light ions is best accomplished with a filament source7). A Penning Ion Gauge (PIG) sourceS) is preferred for heavy ions, because it produces the high charge states, or 8 0
high charge-to-mass ratios q/m, necessary for efficient acceleration by the cyclotron. For even the heaviest masses, the peak production never rises above q = 6 (ref. 9) , so the acceleration of ions such as 238u with q/m as low as 1/40 (electron charges/amu) is desirable.
Small values of q/m require low particle revolution frequencies during acceleration. On the Berkeley 88-Inch Cyclotron, the limitation in the available dee frequencies is overcome by operating on an odd higher harmonic, i.e., by making the dee voltage reverse an odd number of times while the particles traverse the half turn through the dee. (In this discussion, h will be the ratio of the cyclotron dee frequency to the particle revolution frequency).
The mass analysis of an unknown sample requ1res the continuous variation of either the cyclotron dee frequency or the magnetic field.
With one setting of the radial trim coils, the range over which the frequency or ma1n field may.be varied is limited by changes in the relativistic mass increase of the beam or deviations from an isochronous field shape due to saturation effects in the main field magnetlO).
For frequency variations at constant magnetic field, this range 1s
given in ref. 10 . It 1s generally better to scan in frequency because the frequency settings are more reproducible than those of magnetic field and because the range of variation becomes large for the higher harmonics. Operation on a higher harmonic generates slow beams, and the relativistic mass increases to be compensated by the radial trim coils is small. In the quark search2), which was conducted on third harmonic, frequency variations of as much as 50% were possible with a single setting of the trim coils. Operation on fifth or higher -4-harmonics may be conducted at any frequency with only one setting of the trim coils, since the relativistic mass increase is small enough to be neglected. The expectation that the cyclotron remains in tune during such scans has been confirmed by the observation that intense beams at either end of the scan are efficiently accelerated2). Through the use of equations that describe the particle orbits and beam energy, the mass and charge of an unknown beam can be determined from the beam energy and the parameters of the cyclotron when the beam 1s 1n resonance. A circular orbit inside the cyclotron requires that the centripetal force mv2/r be equal to the magnetic force qvB.
In a scan at constant magnetic field, all beams are related through the equation:
qrh where the particle angular velocity w 1s given by 2 times the ratio of the cyclotron dee frequency f to the harmonic number h. The harmonic on which an unknown beam is accelerating can be determined from the electrostatic deflector voltage that maximizes the beam current, since that voltage is proportional to the beam velocity, as discussed above.
Additional information is provid~d by an independent measurement of the beam energy in the charged particle counters through the equation
The cyclotron constant K is equal to B2r2/2 where r is the radius of the beam at extraction.
An accurate measurement of an unknown mass can be made by comparison to a calibration beam of known mass. The cyclotron may be set to the correct q/m for the calibration beam using the para- (2) meter systematicslO) for the cyclotron and ion source. Once the beam has been extracted from the cyclotron, its charge state may be con- e.g., in radioisotope dating3) or in measurements of the pulse height defect in silicon detectors12).
In many cases, a given mass value can be associated uniquely with some stable isotope of a particular element. In other cases, the element being accelerated may be inferred from a comparison of 0 0 8 u -7-several nearby beam currents and the natural isotopic abundances of each element.
Experimental results
To test this scheme, a short scan was made using a PIG source doped with heavy elements. A sample containing rare earth silicates was pulverized, mixed with tantalum powder, compressed into a pellet, and placed in a PIG source at the edge of the discharge, opposite the anode aperture. The discharge was supported with argon gas, and a beam of 40Ar2+ was used to tune the cyclotron and obtain the value of Bused ~n eq. The mass numbers and beam intensities observed in this scan were compared with the known isotopic abundancesl5) to form a self-consistent list of the elements observed. This list was expected to reflect the composition of the source and insert, which contained light rare earths, metals from the iron family, and various common materialsl6). In most cases, at least one isotope of each element could be assigned unambiguously. On seventh harmonic, the q = 1 beams were magnesium, aluminum, and silicon, and the q = 2 beams were chromium, manganese, iron, and nickel. The q = 3 beams were predominantly isotopes of krypton, probably from contamination in the discharge support gas, along with 89y and possibly 87sr. The missing q = 4 a 0 -11 '- beams fell between ruthenium and tin, and were not expected to be part of the doped source. The q = 5 beams were assigned to barium, lanthanum, praseodymium, and neodymium, with possibly some cerium.
Some barium isotopes were not sufficiently intense to be detected at our scanning speed. The isotope 144Nd was accelerated on fifth harmonic. The gap in the scan (see fig. 2 ) at 6.66 MHz was necessary because intense beams, most likely 56Fe2+ and 84Kr3+, prevented leaving the silicon detector exposed in the beam line. Such gaps could be covered, with reduced sensitivity, by observing scattered beam or by collimating or dispersing the beam before it reaches the detector.
The scan was made from lower to higher frequencies, and at 7.1 MHz (marked by a cross in fig. 2 ) it was necessary to change the ion source.
It is likely that this change is related to the appearance of 13lxe when other isotopes of Xe were not seen. The intensities of the seventhharmonic beams were consistent with the known abundances to within a factor of 2. Since the scan took about 5 hr, these discrepancies may have ar1sen in part from changes in the ion source output with time.
The beams accelerated on other harmonics included 144Nd5+ (h = 5), 40Ar2+ (h = 5), 58Ni3+ (h = 5), and 181Ta5+ (h = 9).
Beam intensities may be compared more accurately if the frequency change from one mass .to the next is made quickly. Fig. 3 shows the relative intensities for Kr beams compared with the known abundancesl5). These measurements were takenl7) during a search for 81Kr as part of the radioisotope dating project3). The beam intensities were normalized so that the sum of the beam intensities and the abundances would be the same. The agreement is good except 
Conclusions
We have demonstrated that the cyclotron may be operated as a high energy mass spectrometer for all atomic masses. Samples to be analyzed are placed in the ion source discharge, and the cyclotron frequency is adjusted to accelerate sequentially each mass value.
The quantity of each mass constituent in the sample is related to ·the intensity of the emerging beam. Measurements of the energy,.
harmonic number, and resonant frequency of each beam determine, without ambiguity, the charge state and mass of the beam. A partial mass scan generated a series of beams whose mass numbers and intensities . -14-were consistent with the composition of the ion source and sample and with the isotopic abundance of the elements observed. The accuracy of quantitative measurements of trace element concentrations is limited to a few percent by the stability of the cyclotron and ion source.
The mass resolution of the cyclotron is good, permitting scans to be made within 1% of known stable masses which produce intense beams.
The principal advantage of the cyclotron for mass spectrometry lies in its sensitivity. By using charged particle detectors to count individual ions, light trace elements can be detected at levels as low as 1 part in 1014 with only a few seconds of integration time.
Because the sensitivity is not limited by background radiation, individual trace elements at levels at least 103 lower may be detected by using longer integration times. Thus this system is particularly well adapted to finding a few, low-level, exotic species.
This sensitivity is achieved because of the absence of background radiation from the cyclotron. The requirement of isochronous acceleration removes ions created by charge exchange or collisions in the residual gas inside the machine, and the production of molecular ions is discour?ged by the use of high ion source arc power.
Any remaining background rad~ation can usually be distinguished from beam by its signature in the charged particle counters. For special problems other ion source configurations favoring greater stability and better accuracy could be built. .... .... ' .
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